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The inspection was an examination of the activities co |
safety and to compliance with the Nuclear Regulatory ?omml_ssmn rules and regulations and the
conditions of gour license. The inspection conisisted of selective examinations of procédures and
representativé records, interviews with personnel, and observations by the inspector. The inspection

1. Based on the inspection findings, no violations were identified.

2. Previous violation(s) closed.

D 3. The violation(s), specifically described to you by the inspector as non-cited violations, are not being cited because they were self-identified,
non-repetitive, and corrective action was or is being taken, and the remaining criteria in the NRC Enforcement Policy, NUREG-1600, to
exercise discretion, were satisfied.
Non-Cited Violation(s) was/were discussed involving the following requirement(s) and Corrective Action(s):

4. During this inspection certain of your activities, as described below and/or attached, were in violation of NRC requirements and are being
cited. This form is a NOTICE OF VIOLATION, which may be subject to posting in accordance with 10 CFR 19.11.

{Violations and Corrective Actions)

Licensee’s Statement of Corrective Actions for ltem 4, above.

| hereby state that, within 30 days, the actions described by me to the inspector will be taken to correct the violations identified. This statement of

corrective actions is made in accordance with the requirements of 10 CFR 2.201 (corrective steps already taken, corrective steps which will be taken,

date when full compliance will be achieved). | understand that no further written response to NRC will be required, unless specifically requested.
Date

Title Printed Name Signature
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PROGRAM SCOPE

This large hospital was authorized to use materials permitted in Sections 35.100, 35.200, 35.300,
35.400, and strontium-90 within an 1VB unit.

This ingpection was conducted in accordance with MC 2800 and limited to a review of the licensee’s
corrective actions in response to violations identified during the July 10-25, 2006 special inspection(EA-
06-188). This follow up inspection included a review the licensee’s policies and procedures for
administering radloPharmaceutlcals requiring a written directive, the licensee’s supervision of nuclear
medicine personnel, and training of nuclear medicine personnel.

The previous inspection was conducted in response to a July 3, 2006, telephonic notification of a
medical event that occurred no June 28, 2006. The inspection identified three apparent violations for
failures to: §1) prepare a written directive before administering to a patient more than 30 microcuries
(uCi) of 1-131 sodium iodide (10 CFR 35.40(a)2; ‘2) follow the licensee’s and physician authorized user’s
instructions (110 CFR 35.27(a)(2)); and (3) notity the NRC of the occurrence of a medical event no later
than the next calendar day after discovering the event (10 CFR 35.3045(a)).

The inspector verified that the licensee satisfactorile/ implemented its corrective actions which included:

1) revising the protocol for the administrating 1-13T requiring verification of the dosage from a second

2) requiring that staff technologists review the revised 1-131 sodium iodide protocol during new
employee orientation and during their annual competency assessment ,
(3) re%umng tt:jat another staff member observe the first time a new technologist performs an 1-131

rocedure; an . ) ) o
54) requiring all staff technologists to review the Quality Management Policy, which includes procedures
or reporting medical events to the NRC, and to review the Quality Managément Policy as a part of their
annual competency assessment.




